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that a detailed summary of informa-
tion respecting the safety and effec-
tiveness of the device, including infor-
mation about any adverse effects of the
device on health, has been placed on
public display and that copies are
available upon request. When a notice
of withdrawal of approval is published,
data and information in the PMA file
will be available for public disclosure
in accordance with §814.9.

§814.47 Temporary suspension of ap-
proval of a PMA.

(a) Scope. (1) This section describes
the procedures that FDA will follow in
exercising its authority under section
515(e)(3) of the act (21 U.S.C. 360e(e)(3)).
This authority applies to the original
PMA, as well as any PMA supple-
ment(s), for a medical device.

(2) FDA will issue an order tempo-
rarily suspending approval of a PMA if
FDA determines that there is a reason-
able probability that continued dis-
tribution of the device would cause se-
rious, adverse health consequences or
death.

(b) Regulatory hearing. (1) If FDA be-
lieves that there is a reasonable prob-
ability that the continued distribution
of a device subject to an approved PMA
would cause serious, adverse health
consequences or death, FDA may ini-
tiate and conduct a regulatory hearing
to determine whether to issue an order
temporarily suspending approval of the
PMA.

(2) Any regulatory hearing to deter-
mine whether to issue an order tempo-
rarily suspending approval of a PMA
shall be initiated and conducted by
FDA pursuant to part 16 of this chap-
ter. If FDA believes that immediate ac-
tion to remove a dangerous device from
the market is necessary to protect the
public health, the agency may, in ac-
cordance with §16.60(h) of this chapter,
waive, suspend, or modify any part 16
procedure pursuant to §10.19 of this
chapter.

(3) FDA shall deem the PMA holder’s
failure to request a hearing within the
timeframe specified by FDA in the no-
tice of opportunity for hearing to be a
waiver.

(c) Temporary suspension order. If the
PMA holder does not request a regu-
latory hearing or if, after the hearing,
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and after consideration of the adminis-
trative record of the hearing, FDA de-
termines that there is a reasonable
probability that the continued dis-
tribution of a device under an approved
PMA would cause serious, adverse
health consequences or death, the
agency shall, under the authority of
section 515(e)(3) of the act, issue an
order to the PMA holder temporarily
suspending approval of the PMA.

(d) Permanent withdrawal of approval
of the PMA. If FDA issues an order tem-
porarily suspending approval of a PMA,
the agency shall proceed expeditiously,
but within 60 days, to hold a hearing on
whether to permanently withdraw ap-
proval of the PMA in accordance with
section 515(e)(1) of the act and the pro-
cedures set out in §814.46.

[61 FR 15190, Apr. 5, 1996]

Subpart D—Administrative Review
[Reserved]

Subpart E—Postapproval
Requirements

§814.80 General.

A device may not be manufactured,
packaged, stored, labeled, distributed,
or advertised in a manner that is in-
consistent with any conditions to ap-
proval specified in the PMA approval
order for the device.

§814.82 Postapproval requirements.

(a) FDA may impose postapproval re-
quirements in a PMA approval order or
by regulation at the time of approval
of the PMA or by regulation subse-
quent to approval. Postapproval re-
quirements may include as a condition
to approval of the device:

(1) Restriction of the sale, distribu-
tion, or use of the device as provided by
section 515(d)(1)(B)(ii) or 520(e) of the
act.

(2) Continuing evaluation and peri-
odic reporting on the safety, effective-
ness, and reliability of the device for
its intended use. FDA will state in the
PMA approval order the reason or pur-
pose for such requirement and the
number of patients to be evaluated and
the reports required to be submitted.

(3) Prominent display in the labeling
of a device and in the advertising of
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any restricted device of warnings, haz-
ards, or precautions important for the
device’s safe and effective use, includ-
ing patient information, e.g., informa-
tion provided to the patient on alter-
native modes of therapy and on risks
and benefits associated with the use of
the device.

(4) Inclusion of identification codes
on the device or its labeling, or in the
case of an implant, on cards given to
patients if necessary to protect the
public health.

(5) Maintenance of records that will
enable the applicant to submit to FDA
information needed to trace patients if
such information is necessary to pro-
tect the public health. Under section
519(a)(4) of the act, FDA will require
that the identity of any patient be dis-
closed in records maintained under this
paragraph only to the extent required
for the medical welfare of the indi-
vidual, to determine the safety or ef-
fectiveness of the device, or to verify a
record, report, or information sub-
mitted to the agency.

(6) Maintenance of records for speci-
fied periods of time and organization
and indexing of records into identifi-
able files to enable FDA to determine
whether there is reasonable assurance
of the continued safety and effective-
ness of the device.

(7) Submission to FDA at intervals
specified in the approval order of peri-
odic reports containing the informa-
tion required by §814.84(b).

(8) Batch testing of the device.

(9) Such other requirements as FDA
determines are necessary to provide
reasonable assurance, or continued rea-
sonable assurance, of the safety and ef-
fectiveness of the device.

(b) An applicant shall grant to FDA
access to any records and reports re-
quired under the provisions of this
part, and shall permit authorized FDA
employees to copy and verify such
records and reports and to inspect at a
reasonable time and in a reasonable
manner all manufacturing facilities to
verify that the device is being manu-
factured, stored, labeled, and shipped
under approved conditions.

(c) Failure to comply with any post-
approval requirement constitutes a

§814.100

ground for withdrawal of approval of a
PMA.

(Approved by the Office of Management and
Budget under control number 0910-0231)

[61 FR 26364, July 22, 1986, as amended at 51
FR 43344, Dec. 2, 1986]

§814.84 Reports.

(a) The holder of an approved PMA
shall comply with the requirements of
part 803 and with any other require-
ments applicable to the device by other
regulations in this subchapter or by
order approving the device.

(b) Unless FDA specifies otherwise,
any periodic report shall:

(1) Identify changes described in
§814.39(a) and changes required to be
reported to FDA under §814.39(b).

(2) Contain a summary and bibliog-
raphy of the following information not
previously submitted as part of the
PMA:

(i) Unpublished reports of data from
any clinical investigations or nonclin-
ical laboratory studies involving the
device or related devices and known to
or that reasonably should be known to
the applicant.

(ii) Reports in the scientific 1lit-
erature concerning the device and
known to or that reasonably should be
known to the applicant. If, after re-
viewing the summary and bibliog-
raphy, FDA concludes that the agency
needs a copy of the unpublished or pub-
lished reports, FDA will notify the ap-
plicant that copies of such reports
shall be submitted.

(3) Identify changes made pursuant
to an exception or alternative granted
under §801.128 or §809.11 of this chapter.

[61 FR 26364, July 22, 1986, as amended at 51
FR 43344, Dec. 2, 1986; 67 FR 9587, Mar. 4, 2002;
72 FR 73602, Dec. 28, 2007]

Subparts F-G [Reserved]

Subpart H—Humanitarian Use
Devices

SOURCE: 61 FR 33244, June 26, 1996, unless
otherwise noted.
§814.100 Purpose and scope.

(a) This subpart H implements sec-
tion 520(m) of the act. The purpose of
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